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A multilayer object having multiple layers arranged in a 
stacking direction is evaluated for imperfections such as 
voids, delaminations and microcracks. First, an acoustic 
wave is transmitted into the object in the stacking direction 
via an appropriate transducer/waveguide combination. The 
wave propagates through the multilayer object and is 
received by another transducer/waveguide combination 
preferably located on the same surface as the transmitting 
combination. The received acoustic wave is correlated with 
the presence or absence of imperfections by, e.g., generating 
pulse echo signals indicative of the received acoustic wave, 
wherein the successive signals form distinct groups over 
time. The respective peak amplitudes of each group are 
sampled and curve fit to an exponential curve, wherein a 
substantial fit of approximately 80-90% indicates an 
absence of imperfections and a significant deviation indi- 
cates the presence of imperfections. Alternatively, the time 
interval between distinct groups can be measured, wherein 
equal intervals indicate the absence of imperfections and 
unequal intervals indicate the presence of imperfections. 

8 Claims, 4 Drawing Sheets 
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METHOD AND APPARATUS FOR 
EVALUATING MULTILAYER OBJECTS FOR 
IMPERFECTIONS 

This is a Continuing application of application(s) Ser. 
No. 08/571.687 filed on Dec. 13, 1995, which is U.S. Pat. 
No. 5,637.799, issuing Jun. 10, 1997, which is a File 
Wrapper Continuation of application Ser. No. 07/873,407, 
filed Apr. 15, 1992 (now abandoned), 

ORIGIN OF THE INVENTION 

The invention described herein was jointly made by 
employees of the United States Government and contract 
employees during the performance of work under a NASA 
Contract. In accordance with 35 U.S.C. 202, the contractors 
elected not to retain title. 

BACKGROUND OF THE INVENTION 
1. Technical Field of the Invention 
The present invention relates generally to nondestructive 
evaluation of imperfections in ceramics and more particu- 
larly to an acoustic waveguide technique for detecting 
delaminations. voids and microcracks. 
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An acoustic waveguide technique has been employed to 
observe the sensitivity of the acoustic amplitude of a propa- 
gated wave to the epoxy state and temperature of an epoxy. 
The wave is propagated through a copper wire embedded in 
5 the epoxy. The use of an acoustic waveguide is promising 
because it does not need any electrical contacts. This tech- 
nique is described in “Propagation of Acoustic Waves in a 
Copper Wire Embedded in a Curing Epoxy,” K. J. Sun and 
W. P. Winfree, Proceedings of IEEE Ultrasonics 
io Symposium, pp. 439-442, 1987. 

It is accordingly an object of the present invention to 
detect imperfections such as delaminations, voids and cracks 
in ceramics structure including multilayer ceramic chip 
capacitors. 

15 It is another object of the present invention to accomplish 
the foregoing object nondestructively and noninvasively. 

It is a further object of the present invention to achieve the 
foregoing objects using an acoustic waveguide technique. 

20 Additional objects and advantages of the present inven- 
tion are apparent from the drawings and specification which 
follow. 

SUMMARY OF THE INVENTION 


2. Discussion of the Related Art 
At present, there is a need to develop improved technol- 
ogy for mounting veiy high speed electronic components in 
order to design circuits more precisely. That need has been 
partially fulfilled by the advent of surface mount chip 
capacitors. The presence of critical defects can cause pre- 
mature failure. These defects can develop in the individual 
engineering components under normal operating conditions. 
Numerous inspection techniques have been developed for 
the detection of small and embedded defects that provide 
information about the integrity of the electronic materials. 
Nondestructive techniques are used to inspect the quality of 
production at the early stage of manufacture. The first stage 
of inspection is visual, and is suited only for relatively large 
external defects. This visual inspection can be enhanced by 
using microscopes to detect small and embedded defects. 

A number of nondestructive inspection systems are being 
considered for inspecting multilayer ceramic capacitors 
(MLCC). The various testing methods used to investigate 
the MLCC are acoustic emission. X-ray radiography, neu- 
tron radiography, and acoustic microscopy. These tech- 
niques each possess disadvantages. Acoustic emission 
requires a large load to obtain good sensitivity which might 
cause flaws in the sample. X-ray or neutron radiography is 
unable to detect the small cracks in the sample. Acoustic 
microscopy is very expensive and difficult to use outside the 
laboratory. 

U.S. Pat. No. 4,344326 to Kahn describes a technique for 
testing of laminated capacitors using acoustic emission. The 
use of acoustic emission is based upon the premise that 
defects such as cracks and delaminations will propagate with 
the release of acoustic energy when an external stress is 
applied to a defective capacitor. In this technique, a capaci- 
tor is placed on a planar base and a ram applies a force in a 
direction perpendicular to the laminations of the capacitor. 
Any acoustic energy signals emanating from the capacitor 
under test will be transmitted through the ram. detected by 
an attached transducer and forwarded to an acoustic emis- 


25 The foregoing and additional objects are obtained by a 
method and apparatus according to the present invention. A 
multilayer object comprising multiple layers arranged in a 
stacking direction is evaluated for imperfections such as 
voids, delaminations and microcracks. First, an acoustic 
30 wave is transmitted into the object in the stacking direction 
via an appropriate transducer/waveguide combination. The 
wave propagates through the multilayer object in a “W”- 
type path and is received by another transducer/waveguide 
combination preferably located on the same surface as the 
35 transmitting combination. The received acoustic wave is 
correlated with the presence or absence of imperfections by. 
e.g.. generating pulse echo signals indicative of the received 
acoustic wave, wherein the successive signals form distinct 
groups over time. The respective peak amplitudes of each 
40 group are sampled and curve fit to an exponential curve, 
wherein a substantial fit on the order of 80-90% indicates an 
acceptable absence of imperfections and a significant devia- 
tion indicates the presence of imperfections. Alternatively, 
the time interval between distinct groups can be measured, 
45 wherein approximately equal intervals indicate the absence 
of imperfections and unequal intervals indicate the presence 
of imperfections. 

BRIEF DESCRIPTION OF THE DRAWINGS 

50 FIG. la schematic of an apparatus for evaluating a 
multilayer object for imperfections according to the present 
invention; 

FIG. 2 is a graph of pulse echo signal groups taken over 
55 time for an undamaged multilayer chip capacitor; 

FIG. 3 is a graph of pulse signal groups taken over time 
for a damaged multilayer chip capacitor; 

FIG. 4 is a graph of experimentally obtained peak ampli- 
tudes for each signal group in FIG. 2 and a model expo- 
qq nential curve; 

FIG. 5 is a graph of experimentally derived peak ampli- 
tudes for each signal group in FIG. 3 and a model expo- 
nential curve; 


sion processor. The acoustic energy emitted by the applica- 
tion of the load can be detected, quantified and used as an 65 
indication of the presence and the severity of the physical 
defects. 


FIG. 6 is a perspective of an embodiment of a transducer/ 
waveguide combination used in the present invention; 

FIG. 7 is a side view of another embodiment of a 
transducer/waveguide combination; and 
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FIG. 8 is a side view of another embodiment of a 
transducer/waveguide combination 

DETAILED DESCRIPTION 

Referring to FIG. I, a schematic diagram is shown of the 
apparatus used in the present invention. A computer 10 is 
provided which is connected to and controls an oscilloscope 
12, preferably a digital oscilloscope such as the LeCroy 
9400A which is commercially available from LeCroy Cor- 
poration. A line out from the oscilloscope is connected to a 
function generator 14 for generating a radio frequency (RF) 
pulse which is amplified by RF power amplifier 16. For 
example, the computer can command that a RF pulse with 
a center frequency of 1 MHz be generated. The frequency 
chosen is dependent upon the material properties and struc- 
tural dimensions of the test specimen TS. 

The amplified RF pulse is applied to the multilayer test 
specimen TS, which may be a multilayer ceramic chip 
capacitor (MLCC). The pulse is applied by a transmitting 
transducer 18 which is acoustically coupled to the TS via a 
first tapered buffer rod 20. Buffer rod 20 is uniformly 
cylindrical from a first end coupled to the transducer 18 
throughout its body. The opposite end is tapered to a fine 
point in order to produce a sharp acoustic contact by 
reducing the interface area between this pointed end and the 
TS. The resulting acoustic wave propagates across the TS 
and is picked up by a second tapered buffer rod 22. Second 
tapered buffer rod 22 is similar in shape to first rod 20. By 
way of example, both rods may be copper and have an 
untapered diameter of approximately 700 pm. 

A receiving transducer 24 is coupled to the untapered end 
of second buffer rod 22. detects the propagated acoustic 
wave, and converts it into an electrical signal which is 
transmitted to a low pass filter 26 and then amplified by 
amplifier 28. The amplified electrical signal is then supplied 
to the oscilloscope 12. Oscilloscope 12 permits a visual 
display of the received acoustic signal and transmits this 
data along with temporal data to the computer 10 as dis- 
cussed in greater detail below with reference to FIGS. 2-5. 
This permits the evaluation of the MLCC, as discussed 
below. 

Both the transmitting and receiving transducer/waveguide 
configurations are preferably on the same ‘top” or “bottom” 
surface of the multilayer test specimen, wherein the respec- 
tive layers of the test specimen are stacked one atop the other 
from top to bottom. Accordingly, the propagated wave will 
travel through the layers in the stacking direction in a “V” 
or “W” pattern a significant number of times before being 
picked up by the receiving transducer/waveguide 
configuration, whereby an extensive survey of multilayer 
integrity can be performed as discussed below. The trans- 
mitting and receiving configuration can also be located on 
opposite sides of the TS so that the wave travels in a 
“N”-type pattern. 

Table 1 summarizes results of oscilloscope readings of a 
test of a C-3216-CH-1H102K MLCC commercially avail- 
able from TDK Corporation. The RF pulse was 1 MHz and 
amplitude readings were taken every 10 ps. 

TABLE 1 


Amplitude (mV) Time (t) (ps) 

8.84 96.6 (to) 

8.18 106.6 (t,) 


TABLE 1 -continued 


Amplitude (mV) 

Tune (t) (fis) 

7.21 

116.6 (ta) 

6.0 

126.6 (t 3 ) 

5.31 

136.6 (t 4 ) 

3.71 

146.6 (tj) 

2.68 

156.6 (t«) 

1.93 

166.6 (t 7 ) 


The MLCC was determined to be relatively defect free 
prior to testing based on known manufacturing quality and 
microscopic inspection. FIG. 2 depicts pulse echo signals 
15 versus time for the same type of “good”, i.e., relatively 
defect free, capacitor. The C-3216-CH-1H102K MLCC has 
typical dimensions of 3.2 mmxl.6 mmx0.85 mm. The buffer 
rod points were placed at the length ends so that the pulse 
traveled a typical length of 3.2 mm. 

20 Both Table 1 and FIG. 2 clearly show a waveform 
consisting of an initial transmitted pulse (A in FIG. 2) 
followed by a series of undistorted echoes spaced at equal 
intervals (B, in FIG. 2) for a “good” MLCC. This informa- 
tion is digitally transmitted to the computer 10, where it is 
25 stored for subsequent analysis. Based on the time between 
subsequent echoes (approximately 10 ps) and the known 
path length (6.4 mm), the velocity of sound in the capacitor 
is determined by the computer or manually to be 640 m/sec. 

Next a damaged MLCC of the same type and manufacture 
30 was examined according to the present invention. The 
damage was caused by applying 1.7 kV of RF power across 
the terminal T in the acoustic propagation direction resulting 
in microcracks indicative of parametric or catastrophic fail- 
ure. The microcracks were observed with a microscope. The 
35 damaged capacitor was then evaluated according to the 
method described above. FIG. 3 depicts the acoustic pulse 
echoes versus time for the damaged capacitor. Unlike the 
results of FIG. 2, FIG. 3 shows distorted echo trains which 
are unevenly spaced. Accordingly, the acoustic profile of a 
40 MLCC indicates the presence of damaging imperfections 
such as delaminations, voids, and microcracks. This acoustic 
profile can be evaluated as a function of time, i.e., computer 
sampled pulse groups or computer sampled peak amplitudes 
of each group which occur approximately periodically 
45 (equal intervals of time) indicates an acceptably undamaged 
MLCC whereas unequal intervals indicate an unacceptably 
damaged MLCC. Alternatively, the acoustic profile can be 
evaluated as discussed below in reference to FIGS. 4 and 5. 

FIG. 4 shows the amplitude of the acoustic signal versus 
50 time for the undamaged “good” MLCC. Specifically, the 
peak amplitudes of each distinct wave envelope or group of 
FIG. 2 are sampled by the computer, plotted as a data point 
and connected to other data points via a dashed line. A model 
exponential curve fit, represented by a solid line, is applied 
55 to the experimental data curve via the computer executing a 
conventional curve fitting program. The data in this case 
closely follows the exponential curve fit. Thus, it is seen that 
the amplitude of the acoustic signal for the “good” MLCC 
decreases over time. Similarly, FIG. 5 depicts the experi- 
60 mental amplitude peaks versus time for the MLCC test 
results of FIG. 3 connected via a dashed line. Once again, a 
model exponential curve fit is applied to the data points. The 
experimental data clearly does not follow the exponential 
due to damage caused by the applied RF power. 
65 Accordingly, the presence of distorted wave trains and 
deviation of peak amplitude from an exponential curve fit 
indicates a damaged MLCC. 
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From the foregoing, it is clear that a substantial curve fit 
to the exponential indicates a relatively undamaged MLCC 
and a deviation from the curve fit indicates the converse. The 
percentage of fit indicative of a relatively undamaged state 
is of course application specific. A fit of at least approxi- 5 
mately 80 - 90 % has been found to be a good indication of an 
acceptable undamaged state and a deviation of more than 
approximately 10-20% to indicate an unacceptable dam- 
aged state. 

FIG. 6 shows the use of a spacing device 30 which 
maintains the physical, electrical, and acoustic separation of 
the tapered ends of the buffer rods 20 and 22 respectively 
coupled to transmitting and receiving transducers 18 and 24. 
Spacing device 30 is depicted as a box-like structure 
wherein the buffer rods are attached to perpendicular faces 
of the structure. The buffer rods should be spaced so as to 
contact the terminal ends T of the MLCC test specimen TS. 

Of course, various alternative holding devices could be 
employed, e.g., an adjustable spacer located between the 
buffer rods. 

FIG. 7 depicts an embodiment wherein the buffer rods are 
replaced with buffer cones 32 and 34. The transmitting and 
receiving transducers 18 and 24 are respectively coupled to 
the bases of cones 32 and 34. 

In a preferred embodiment both the cone 38 and trans- 
ducer 40 are fabricated from the same rod of a piezoelectric 
material, as shown in FIG. 8. Specifically, the rod is ground 
as shown and an electrode band 42 is bound around the 
ground object above the cone 38. The object is then placed 
in an electric field and raised above its Curie temperature T c 
to pole the electrode and create an active piezoelectric 
material between the electrode 42 and the opposite end of 
transducer 40. The cone 38 is inactive in a piezoelectric 
sense and continues to act as a waveguide with the same 
acoustic properties as the piezoelectric transducer. 

The present invention is nondestructive and does require 
an acoustic couplant to perform an ultrasonic evaluation. 
Rather, a well spatially defined point source is used to 
transmit and receive ultrasonic waves. As demonstrated, the 
resulting pulse echo trains are indicative of the presence or 
absence of microcracks, delaminations and voids. 

Many improvements, modifications and substitutions will 
be apparent to the skilled artisan without departing from the 
spirit and scope of the present invention as described herein 
and defined in the following claims. 

We claim: 

1. A method of evaluating a multilayer object for imper- 
fections of voids, delaminations and microcracks, the mul- 
tilayer object comprising multiple layers arranged in a 
stacking direction, the evaluation method comprising the 
steps of: 

transmitting a pulsed acoustic wave into the multilayer 
object in the stacking direction; 

receiving the transmitted acoustic wave, in the stacking 
direction, after the transmitted acoustic wave has 
propagated laterally through the multilayer object; and 

correlating the received acoustic wave with the presence 
or absence of imperfections in the multilayer object; 

the correlating step further comprising: 

generating pulse echo signals indicative of the received 
acoustic wave over a period of time; and 
determining a respective time interval between succes- 
sive pulse echo signals, wherein approximately uni- 
form time intervals indicate an acceptable absence of 
imperfections in the multilayer object 

2. The method according to claim 1. wherein each pulse 
signal comprises a group of signals and further comprising 
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sampling a respective peak amplitude of successive pulse 
echo groups, wherein the time intervals between sampled 
peak amplitudes are determined. 

3. A method of evaluating a multilayer object for imper- 
fections of voids, delaminations and microcracks, the mul- 
tilayer object comprising multiple layers arranged in a 
stacking direction, die evaluation method comprising the 
steps of: 

transmitting a pulsed acoustic wave into the multilayer 
object in the stacking direction; 
receiving the transmitted acoustic wave, in the stacking 
direction, after the transmitted acoustic wave has 
propagated laterally through the multilayer object; and 
correlating the received acoustic wave with the presence 
or absence of imperfections in the multilayer object; 
the correlating step further comprising; 

generating pulse echo signals indicative of the received 
acoustic wave over a period of time; and 
determining a respective time interval between succes- 
sive pulse echo signals, wherein nonuniform time 
intervals indicate an unacceptable presence of imper- 
fections in the multilayer object. 

4. The method according to claim 3. wherein each pulse 
signal comprises a group of signals and further comprising 
sampling a respective peak amplitude of successive pulse 
echo groups, wherein the time intervals between sampled 
peak amplitudes are determined. 

5. An apparatus for evaluating a multilayer object for 
imperfections of voids, delaminations and microcracks, the 
multilayer object comprising multiple layers arranged in a 
stacking direction, the apparatus comprising: 

means for transmitting an acoustic wave into the object in 
the stacking direction, such that the acoustic wave 
propagates laterally through the multilayer object; 
means for receiving the transmitted acoustic wave after 
the transmitted acoustic wave has propagated laterally 
through the multilayer object; and 
means for correlating the received acoustic wave with the 
presence or absence or imperfections in the multilayer 
object; 

the correlating means further comprising means for gen- 
erating pulse echo signals indicative of the received 
acoustic wave and means for determining a respective 
time interval between successive pulse echo signals, 
wherein uniform time intervals indicate the absence of 
imperfections in the multilayer object. 

6. The apparatus according to claim 5, wherein each pulse 
echo signal comprises a group of signals and further com- 
prising means for sampling a respective peak amplitude of 
successive pulse echo signal groups, wherein the time inter- 
vals between sampled peak amplitudes are determined by 
said time determining means. 

7. An apparatus for evaluating a multilayer object for 
imperfections of voids, delaminations and microcracks, the 
multilayer object comprising multiple layers arranged in a 
stacking direction, the apparatus comprising: 

means for transmitting an acoustic wave into the object in 
the stacking direction, such that the acoustic wave 
propagates laterally through the multilayer object; 
means for receiving the transmitted acoustic wave after 
the transmitted acoustic wave has propagated laterally 
through the multilayer object; and 
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means for correlating the received acoustic wave with the 
presence or absence or imperfections in the multilayer 
object; 

the correlating means further comprising means for gen- 5 
erating pulse echo signals indicative of the received 
acoustic wave and means for determining a respective 
time interval between successive pulse echo signals, 
wherein nonuniform time intervals indicate an 


8 

unacceptable presence of imperfections in the multi- 
layer object. 

8. The apparatus according to claim 7, wherein each pulse 
echo signal comprises a group of signals and further com- 
prising means for sampling a respective peak amplitude of 
successive pulse echo signal groups, wherein the time inter- 
vals between sampled peak amplitudes are determined by 
said time determining means. 

* * * * * 




